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Message Text 



UNCLASSIFIED 

PAGE 01 KABUL 04075 010700Z 
17 

ACTION HEW-08 

INFO OCT-01 NEA-14 ISO-OO SCI-06 AID-20 AGR-20 DODE-OO 
MED-03 INT-08 CIAE-00 INR-10 NSAE-00 RSC-01 DRC-01 
/092 W 

093244 

R 010452Z JUL 74 
FM AMEMBASSY KABUL 
TO SECSTATE WASHDC 8545 

UNCLAS KABUL 4075 

E.O. 11652: N/A 

TAGS: OGEN, ETRD, TBIO, AF 

SUBJ: RECALL OF MEDICAL DEVICE 

REF: STATE 135043 

1. EMBASSY INFORMED UNIVERSITY INSTITUTE OF HEALTH (ONLY AFGHAN 
PURCHASER) OF RECALL OF DENTAL DEVICES. INSTITUTE HAD RECEIVED 
NO NOTICE FROM MANUFACTURER. 

2. INSTITUTE HAS STOPPED USING DEVICE AS OF JUNE 29. THEY 

WILL WRITE MANUFACTURER FOR ADVICE AS TO REPLACEMENT OF DEVICE. 

3. PLEASE INFORM RICHARDS MANUFACTURING COMPANY. 

ELIOT 



UNCLASSIFIED 



NNN 
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Message Attributes 



Automatic Decaptioning: X 

Capture Date: 01 JAN 1994 

Channel Indicators: n/a 

Current Classification: UNCLASSIFIED 

Concepts: LABORATORY EQUIPMENT, MEDICAL FACILITIES 

Control Number: n/a 

Copy: SINGLE 

Draft Date: 01 JUL 1974 

Decaption Date: 01 JAN 1960 

Decaption Note: 

Disposition Action: n/a 
Disposition Approved on Date: 

Disposition Authority: n/a 
Disposition Case Number: n/a 
Disposition Comment: 

Disposition Date: 01 JAN 1960 
Disposition Event: 

Disposition History: n/a 
Disposition Reason: 

Disposition Remarks: 

Document Number: 1974KABUL04075 

Document Source: CORE 

Document Unique ID: 00 

Drafter: n/a 

Enclosure: n/a 

Executive Order: N/A 

Errors: N/A 

Film Number: D7401 73-0863 
From: KABUL 
Handling Restrictions: n/a 
Image Path: 

ISecure: 1 

Legacy Key: Iink1974/newtext/t19740784/aaaacumn.tel 

Line Count: 43 

Locator: TEXT ON-LINE, ON MICROFILM 
Office: ACTION HEW 
Original Classification: UNCLASSIFIED 
Original Handling Restrictions: n/a 
Original Previous Classification: n/a 
Original Previous Handling Restrictions: n/a 
Page Count: 1 

Previous Channel Indicators: 

Previous Classification: n/a 

Previous Handling Restrictions: n/a 

Reference: STATE 135043 

Review Action: RELEASED, APPROVED 

Review Authority: boyleja 

Review Comment: n/a 

Review Content Flags: 

Review Date: 01 MAR 2002 
Review Event: 

Review Exemptions: n/a 

Review History: RELEASED <01 MAR 2002 by thomasv0>; APPROVED <14 JAN 2003 by boyleja> 

Review Markings: 

Declassified/Released 
US Department of State 
EO Systematic Review 
30 JUN 2005 



Review Media Identifier: 

Review Referrals: n/a 
Review Release Date: n/a 
Review Release Event: n/a 
Review Transfer Date: 

Review Withdrawn Fields: n/a 
Secure: OPEN 
Status: NATIVE 

Subject: RECALL OF MEDICAL DEVICE 
TAGS: OGEN, ETRD, TBIO, AF 
To: STATE 
Type: TE 
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